
Search and Secure:
Booster-Radiation Damage Facility

I. "A" reset Interlock box #1, then check around the Dump. Use
the mirrors to check on top of the Dump

II. "A" joins "B" and they continue to Interlock box #2.
III. "A" checks the sump pit area.
IV. "A" resets Interlock Box #2.
V. "A" resets Interlock Box #3, "A" and "B" control access out.
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